A misinterpreted case of aorta prosthesis endocarditis: remember the phenomenon of microbubbles.
A 17-year-old male with a history of newly implanted mechanical valve at the aortic position, presented with fever, rigors, and painful cutaneous abscesses on his lower extremities and was suspected for infective endocarditis. Transthoracic echocardiography (TTE) showed a vegetation-like structure following the movement of the mechanical heart valve (MHV), which eventually proved to be a product of degassing microbubbles (MB).